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Abstract – Ilio-psoas impingement after total hip arthroplasty often occurs with the metallic rim of the acetabular cup.
The main causes are poor cup anteversion or anterior wall defect. We ﬁrstly report here the case of a patient complaining of iliopsoas impingement due to contact with the liner of a dual-mobility device. Ultrasonography and Computed
Tomographic scan clearly showed the direct mechanical contact of the dual-mobility liner with the iliopsoas tendon.
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Introduction
Iliopsoas impingement was originally described after total
hip arthroplasty by impingement with the metallic rim of a
cup [1, 2], metallic heads (metal-on-metal bearings, hip resurfacing or hemiarthroplasty), screws [2], or pegs [3]. Poor
anteversion of the cup or anterior cup prominence [4] is one
of the main causes leading to iliopsoas impingement.
Large diameter mobile liner of a dual-mobility device was
hypothesized in vitro as a new cause of iliopsoas impingement
[5–7].

Case presentation
In 2015, a 67-year-old woman complained of hip pain for 5
years. She underwent a primary THA using an anterior
approach. A dual mobility device (Tornier, France) was
implanted: cup size was 46 mm, head size was 22 mm and a
lateralized Meije stem (Tornier) (Figure 1).
She was doing well during one year after surgery.
One year later, she complained of anterior hip pain during
ﬂexion, difﬁculties to get into her car, and extreme pain when
climbing stairs. Physical examination was typical of iliopsoas
impingement: groin pain with resisted hip ﬂexion and resisted
straight-leg raise. In order to conﬁrm our hypothesis, we
performed an ultrasonography and an arthro-CT-scan.
*Corresponding author: anthony.viste@chu-lyon.fr

Ultrasonography found soft-tissue impingement of the large
diameter mobile liner with the iliopsoas tendon (Figure 2). Pain
was felt by the patient when the US probe was placed on the
iliopsoas tendon at the area of contact with the polyethylene
liner.
An arthro-CT scan was performed and showed that the
liner impinged with the iliopsoas tendon (Figure 3). Cup is
well anteversed, small size, and well centered. Therefore,
nothing about cup orientation could lead to iliopsoas
impingement.

Discussion
To the best of our knowledge, this case report is the ﬁrst to
report an in vivo impingement between the liner of a DM device
and the iliopsoas tendon. Moreover, we originally describe the
ability to diagnose this new phenomenon using ultrasonography
and arthro-CT-scan.
Iliopsoas impingement was often described with the metallic rim of the cup [4, 8] or screws [2] and pegs [3]. But this is
the very ﬁrst description in literature of iliopsoas impingement
with the mobile liner of a DM device. This phenomenon is very
rare as it was never reported before in large cohort of patients
with DM cups [9].
Firstly, in 2015, Varadarajan et al. [7] stated that the two
main drawbacks with DM were intra-prosthetic dislocation
and anterior hip pain. Following the study of Cobb et al. [10],
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Figure 1. Anteroposterior radiograph of the pelvis showing the right
Total Hip Arthroplasty.

Figure 3. (A) Ultrasonography showing the DM liner (small arrow)
and the iliopsoas tendon (big arrow). Arthro-CT-scan: impingement
between the DM liner (small arrows and iliopsoas tendon (big arrow)
showed in the sagittal (B), coronal oblique (C) and axial plane (D).

In 2016, Nebergall et al. [5] assessed the damage of dualmobility liner rims in 15 retrieved polyethylenes. In retrieved
liners, they found liner rim deformation at a mean 3-year
follow-up and they hypothesized that it was due to inhibition
of the liner mobility. In a cadaver model, they reported that liner
motion was disturbed because of impingement with the
iliopsoas tendon.
Then, in 2018, Zumbrunn et al. [6] performed a ﬁnite
element analysis showing that an anatomical contoured DM
liner would avoid the impingement with the iliopsoas tendon.
All these preliminary studies are in favor of a possible
impingement between the PE liner of a DM device and the
iliopsoas tendon.

Conclusion
This case report dealt with an original case of impingement
between a DM liner and iliopsoas tendon. Further studies will
be conducted to study the in vivo motion of the liner during
daily tasks. Revision of patients complaining of anterior hip
pain would help us to conﬁrm our hypothesis.

Figure 2. Lateral radiograph of the right total hip arthroplasty.
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