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Abstract – Introduction: Revision THA (R-THA) is thought to have a higher complication rate if compared to pri-
mary THA. Dual Mobility (DM) implants have been designed aiming for achieving greater stability, with good clinical
results. However, scarce material can be found about the real improvements provided by this type of implant compared
to traditional implant in Revisions of Total Hip Arthroplasties. Methods: A systematic review and meta-analysis of
comparative studies were performed in December 2019. This was in accordance with the guidelines of Preferred
Reporting Items for Systematic reviews and Meta-Analyses (PRISMA). Our primary outcome measure was overall sur-
vivorship and dislocation rate, either treated with a conservative method or requiring surgery. Results: Regarding the
overall implant survival, we found a slight significant risk ratio, with a statistically meaningful difference between the
two groups in questions in favour of the DM implant. A statistically significant difference in favour of the DM group
turned out considering only the Dislocation rate Risk ratio and the aseptic loosening risk as well. No statistical differ-
ence was found between the two groups about the risk ratio of infection. Discussion: A steady increase of evidence is
demonstrating the efficacy of using a DM cup system in THA revisions with low dislocation rates, but currently there is
no study in the literature that demonstrates with statistically significant evidence. The main finding of the present study
is that implant’s Survivor and prevention of dislocation at medium follow-up showed better results with a DM if com-
pared to a fixed-bearing cup, for Revision THA.
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Introduction

Revision THA (R-THA) is known to be a challenging type
of surgery. This is thought to be caused by technical difficulties
and higher complications rates in comparison with primary
THA [1]. Re-revision THA risk at mid-follow-up has been
recorded to be between 13% and 15.8% in the present literature
[2, 3].

There are many factors able to cause the failure of R-THA:
these have been found to be mostly instability and aseptic loos-
ening. It has been reported that the dislocation rate in R-THA is
almost 3 times higher than primary THA [4, 5].

It has been shown that complex and multifactorial factors
may cause instability after R-THA: different leg length or inad-
equate abductor lever arm, poor quality of soft tissues and bone,
prosthesis-bone impingement, and finally the one that seems to

be the most significant: mal-positioning of the implants with
regards to both acetabular side and femoral offset [6, 7].

Several surgical options have been studied for R-THA, but
the use of Dual Mobility (DM) has some important advantages.
DM provides the opportunity to improve implant stability giv-
ing the presence of a large Polyethylene liner at the level of the
internal bearing. This larger liner works as a large femoral head
and is able to produce a rise in jump distance. Moreover, DM
does not cause increasing constraint at the level of the implant-
bone interface but allows improvements with regards to the
load dispersion interface [8, 9].

In the recent past, several authors described the most signif-
icant disadvantages of DM. These were thought to be: intra-
prosthetic dislocation (IPD), aseptic loosening caused by poly-
ethylene (PE) wear increment, and increased infection rate.
These occurrences have been found to be less common in the
newest generations of DMC and PE [10, 11].

For these reasons, DMC has recently attracted the interest
of many surgeons, given the encouraging good overall results*Corresponding author: placella.giacomo@hsr.it
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and the contemporary achievement of lower dislocation rates
and very good clinical final results. However, the real efficacy
of DM implants compared to fixed-bearing (FB) implants for
R-THA is still associated to a relative lack of evidence due to
the paucity of works on this matter.

The background aim of our research was to perform a sys-
tematic review and meta-analysis of comparative studies
describing the use of DMC for R-THA. The final aim was to
collect and sum up what is already known in this field in order
to highlight the most current and up-to-date evidence presented
in the literature to provide the highest level of evidence for each
key aspect of this type of surgical option.

Methods

A systematic review and meta-analysis of comparative stud-
ies was lead in December 2019. This was in conformity with
the guidelines of Preferred Reporting Items for Systematic
reviews and Meta-Analyses (PRISMA) [12].

Customized structured electronic searches were performed
by two independent reviewers in PubMed, Google Scholar,
Cochrane Library, and EMBASE using the following key terms:
Revision AND tripolar OR double-mobility OR dual-mobility
OR dual mobility OR double mobility OR hip OR total hip
arthroplasty OR total hip replacement OR hip prosthesis.

We included all articles published from 2016 to December
2019.

Reference lists of eligible studies were also analyzed. Titles
and abstracts were examined, and articles were identified for
full-text review. Studies meeting inclusion criteria were evalu-
ated in detail, and study characteristics were extracted using a
standardized approach. Quantitative and qualitative characteris-
tics of the studies were summarized. This was followed by anal-
ysis and synthesis. Inclusion and exclusion criteria were
designed to capture studies on our selected key aspects of the
use of DMC for R-THA.

The primary outcome measure was set as dislocation rate,
either if it was treated with closed reduction or required surgical
intervention. Secondary outcome measures of the review were:
overall survival of implants, aseptic loosening, and infection rate.

Eligibility criteria

All articles included in our study (Figure 1) had to satisfy
the following inclusion criteria: studies of patients who under-
went R-THA, including both DM or standard FB cup; separated
results’ report of both DM and FB cup; the presence of outcome
measurements’ report, with regards to:

(A) dislocation rates
(B) overall implant survivor;
(C) different manufacturers;
(D) use or non-use of bone cement;
(E) implants with different tribological properties.

Eligibility for inclusion criteria was accurately assessed by
full and careful screening of all titles and abstracts. This was
followed by the exclusion of studies not matching the set

inclusion criteria and a full-text review of each included study.
Furthermore, the Authors assessed and examined all articles’
bibliographies with the aim to look for additional sources. Bib-
liographies of previous systematic reviews were also examined.

Whereupon papers not meeting the aforementioned inclu-
sion criteria were ruled out, this process excluding case reports
or case series, review articles, expert opinions, and eventually
studies not reporting dislocation rates. Final agreement and con-
sensus between the two reviewers and the rest of the Authors
were achieved.

After the final selection of studies meeting the inclusion cri-
teria, the extrapolation of relevant key aspects of the included
studies (the study design, number of study subjects with relative
demographic data, time of publication) was performed.
Extracted outcomes, where available, included also surgical
approaches, Paprovsky classification, and duration of follow-
up.

An institutional review board approval was not sought
either acquired as all data were extracted from previously pub-
lished studies. No external funding was received for the accom-
plishment of this study.

Risk of bias

Previously published criteria were used to assess and clas-
sify the selected studies. This was done accordingly to the level
of evidence (LOE) [13]. Two independent reviewers evaluated
and assessed all studies’ methodology quality by using MIN-
ORS (methodological index for non-randomized studies) [14]
in order to determine their potential bias in our protocol
research. This is in keeping with the recommendations made
by the Cochrane Observational Studies Methods Working
Group [15].

A minimum follow-up of six months was considered an
appropriate period of results monitoring accordingly to the evi-
dence reported in the literature. In fact, it has been proved that
the most common dislocations occur within the first six months
after surgery (50–70%) [16].

A minimum global ideal score of 24 is usually necessary for
a study to be considered high-quality. However, the included
studies were judged as high quality (Table 1) if with a MIN-
ORS score between 20 and 24. This was decided as a higher
event rate allows to give a more precise valuation of the influ-
ence of studied determinants. Therefore, we included the num-
ber of events in our risk of bias assessment.

Statistical analysis

The meta-analysis was performed using RevMan V 5.2
(The Cochrane Collaboration, Copenhagen, Denmark) in order
to calculate pooled summary and generate Forest plots. Contin-
uous variables were extracted and analyzed as mean ± standard
deviation (SD). If the SD was not expressed, a surrogate SD
was calculated from the accessible data.

Relative risk (RR) with 95% CI was calculated for disloca-
tion. Heterogeneity was tested using the v2 and Higgins’ I2

tests. A Mantel-Haenszel random-effect model was adopted if
statistical heterogeneity was > 50% at I2 test; a fixed-effect
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model was used if statistical heterogeneity was below 50% [17,
18].

A subgroup analysis, evaluating the secondary outcome i.e.
overall survivorship, infection, and aseptic loosening rates was
conducted to gain more specific conclusions if the data were
present. Forest plots were used to show the results of single
studies.

Furthermore, publication bias was assessed using a funnel
plot for all papers and for each previously quoted subgroup.

Results

After carefully carrying out an exclusion procedure as
explained, the eligible studies included for final consideration
and analysis were only 8 [19–26]; out of those, none of the
papers was classified as randomized controlled trial (RCT).

All articles were published between 2016 and 2019,
describing the results of a total of 1777 R-THA (49.9% with
DM acetabular cup, 50.1% with standard FB cup).

The sample size for each study ranged from 67 to 426
patients, with a mean age ranging from 57 to 73 years; most
of the patients were women (53%). The mean follow-up period
with regards to all finally included studies was ranged between
12 and 60 months. There was a statistically significant differ-
ence with regards to body mass index (BMI) reported in only

one study [26], but this was considered an intrinsic feature of
a specific study design.

The characteristics’ description of recruited articles and
demographic data of patients enrolled in each paper is resumed
in Table 2.

The surgical approach performed and Paprovsky classifica-
tion was not always reported in the included studies.

The quality of selected studies was evaluated as “moderate”
if found with a mean MINORS score of 13.5 points (range 11–
16). None of the papers got a good global score (>20); a low
risk of selection bias was attributed to studies with a minimum
postoperative follow-up greater than 12 months, but all
included studies were reported to have a retrospective design.
A blind evaluation of objective endpoints with regards to
reports of surgical procedures cannot be performed because
of the intrinsic nature of the topic discussed. This should be
considered as an inevitable source of potentially high-perfor-
mance bias. Despite the fact that contemporaneity at the time
of surgery was not always respected, the control group was
found to be reasonable in all cases.

Funnel plots (Figure 2 for all papers included did not show
any asymmetry, excluding any possible publication bias.

The details of the selected studies included in the meta-ana-
lysis yielded the following results (Figure 3) regarding the over-
all implant survival: these presented a slight significant risk
ratio of 1.08 [1.05, 1.12] (95% CI, I2 = 37%, P < 0.00001) with

Figure 1. Quality of reporting of meta-analyses standards developed flow diagram.
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a statistically significant difference between the two studied
groups in favor of the DM implant.

A statistically significant difference (Figure 4) in favor of
the DM group was recorded considering only the dislocation
rate risk ratio 0.22 [0.13, 0.37] (95% CI, I2 = 0%;
P < 0.00001) and the aseptic loosening risk 0.51 [0.29, 0.90]
(95% CI, I2 = 0%; P < 0.05) as well (Figure 5).

No statistical differences were found between the two group
with regards to the risk ratio of infection 0.94 [0.52, 1.71] (95%
CI, I2 = 0%; P = 0.85) (Figure 6).

Discussion

Gilles Bousquet and André Rambert initially brought the
concept of a design characterized by two distinct articulations
in THA (France, 1974) [27], as an attempt to diminish the risk
of dislocation. This technology achieved widespread success
over the following years, thought to be based on the presence
of a larger effective head diameter, which was found to allow
a greater range of motion before complete dislocation, and con-
sequently increase the stability of the implant [28, 29].

The main finding arising from the data collected, analyzed,
and presented in our study is that DM for R-THA is more effec-
tive compared to standard FB cups in terms of implant survivor
and prevention of dislocation at short and medium follow-up.
This is true as attested by the most up-to-date available scien-
tific evidence. However, we should take into consideration
the scarceness and the relatively low methodological quality
of the studies included in our review and that support our
statistical analysis. Despite this weakness, a lower rate of dislo-
cation in the DM group was strongly highlighted in all included
works; do note a statistically significant difference between the
two studied groups was not reported due to the small number of
cases examined.

It has been reported that one of the advantages of the use of
DMC is a decreased rate of THA and R-THA dislocation. The
Kaiser-Permanente Register reports instability as one of the
commonest complications and the greatest indication for
R-THA (49.8% of the total) [30]. Similar data and considera-
tions have been similarly reported in the United States National
Inpatients Sample Database [31], the National Joint Replace-
ment Register in Australia [32], and the Swedish Hip
Arthroplasty Register [33]. These reports highlight a revision
rate for instability being between 14.6% and 22.5% for first
revision surgery, and 25.6% and 31.1% for re-revision surgery.
It seems that implant dislocations more commonly occur during
the first 2 post-op years [34]. However, the overall dislocation
rate has been variably reported as being between 14% and
21% [35, 36].

In contrast with what has been shown by works on surgical
treatment options for R-THA, the DM cup was found to pro-
vide a low risk of dislocation after R-THA, as documented in
several study reports. However, very few studies report data
on comparison between DM and FB in the same cohort. This
aspect does not allow a full objective comparison between
the two groups.

Vasukutty et al. [37] reported in their work a dislocation rate
being between 2% at 42 months of follow-up when showingT
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results of 155 R-THAs treated with DM. Philippot et al. [38]
found comparable results with a 3.7% of dislocation rate (163
R-THAs) using DM at 60 months of follow-up. Leiber-Wack-
enheim et al. reported a post-op recurrent dislocation rate of
1.7% after acetabular revisions for recurrent dislocation using
cementless DM. An odds ratio for the DM group of 0.253
(p 0.1) was reported by Leiber-Wackenheim et al., with the
interesting implication in favor of the DM group of providing
a protector effect in preventing dislocation [39].

Similar results were however recorded in further studies.
These were again in favor of DMC and showed a protective
effect from dislocation within 6 months of follow-up [40].
Ozden et al. highlighted that DM could be able to provide

excellent stability with no cases of dislocation and an excellent
survival rate of 93% at 5 years, even in cases with abductor-
trochanteric complex deficiency [41].

An increasing amount of evidence is providing support in
favor of the efficiency of using DM cup systems in R-THA
with low dislocation rates [42–47] but currently, there is no
study in the literature that demonstrates this with statistically
significant evidence. Various studies have reported that DM
cups in revision surgery can be associated with a reduced risk
of dislocation. Hailer et al. [44] found the risk of pre-revision
after DM cup insertion for revision THA performed due to
recurrent dislocations appears low.

The demonstrated superiority of DM is further confirmed
when considering results from works in which the DM option
was used in patients considered at high risk of complications
(extensive acetabular deficiencies, important muscle defeats,
neuromuscular or cognitive disorders) [48–50].

The aforementioned findings are in keeping with those
published in the international literature, with regards to the ones
obtained from single-center reports, revisions, and national
registry data, either for THA and R-THA.

Regardless of these encouraging results and the widespread
increased use of this technology, issues related to the additional
bearing surface have been raised. In fact, this aspect is thought
to be able to increase the risk of infection and the possibility of
accelerated wear. Therefore, the use of these components can
be considered to cause a consequent growth in the risk of
aseptic loosening [51].

However, this has not been demonstrated yet with a high
level of evidence and further studies are definitely needed in
order to validate or refute these hypotheses [51].

Table 2. Details of included studies.

Studies Harwin
et al. [20]

Jauregui
et al. [23]

Stucinskas
et al. [24]

Schmidt
et al. [19]

Abdel
[21]

Gonzalez
et al. [22]

Hernigou
et al. [25]

Assi
et al. [26]

Min. follow-up (months) 48 30 24 12 24 52 60 74
Total operated hips 255 180 426 295 302 316 67 29
DM 85 60 247 184 126 150 35 16
FB 170 120 115 111 176 166 32 13

Mean age (years) 67 57 72 66 65 69 73 72.8
Female gender % 49% 57% 61% 54.9% 45% 51% 56.7% 77%
Total number of

complications
DM 5 3 11 24 11 7 1 0
FB 13 15 14 19 34 21 7 3

Infections
DM 1 1 5 10 3 4 NR 0
FB 2 3 2 4 9 4 NR 0

Dislocations
DM 1 1 5 2 4 1 1 3
FB 6 7 10 10 17 7 7 0

Intraprostetic dislocations 0 0 1 0 NR 0 0 NR
Aseptic loosening
DM 2 1 1 3 4 1 0 0
FB 1 5 1 4 8 8 0 0

End of follow-up survivorship
DM 81 57 235 271 115 143 32 16
FB 161 108 100 165 142 145 27 10

Figure 2. Funnel plot for all studies included.
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A remarkable low dislocation rate at short and medium fol-
low-up (with a range from 0 to 1.5%) has been reported by few
Authors when choosing the DM option [24, 52]. However we
must stress that the relatively low number of patients included
in the majority of these studies unequivocally affected the
strength of such good results.

Although the presence of very good results in terms of the
total volume of wear when using conventional metal-PE bear-
ings with 22.2 mm femoral heads [53] and the contemporary

presence in the literature of encouraging results at medium fol-
low-up with regards to newly introduced highly cross-linked PE
were recently reported [54]. The main weakness related to such
results is that benefits at long follow-up terms have not been yet
demonstrated but only hypothesized. Given that late dislocation
rate after five years is often related to PE wear, conclusive
findings cannot yet be inferred and room for uncertainty still
remains, also regarding the balance between pros and cons of
different designs.

Figure 3. Forest plot for overall survivorship DM vs. FB.

Figure 4. Forest plot for dislocation rate.

Figure 5. Forest plot for aseptic loosening.
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The possibility of intra-prosthetic dislocation (IPD) occur-
rence has been considered as a serious potential limitation of
DM implants. This is a specific type of failure of these designs
reported primarily for the first generation of implants. Aspects
related to the wear seem to be essential parts of the main mech-
anisms of failure of these types of implants. Moreover, recent
studies on newer generation DM implants have produced
reports of early IPD. Therefore, further high levels of evidence
research with a longer period of surveillance are strictly
required in order to clarify this essential aspect [9].

Given the lower dislocation-rate and re-revisions for dislo-
cations at midterm, dual-mobility constructs should not be cho-
sen to compensate for poor surgical technique or technical
errors [50].

In our systematic review, we found only one case of IPD
[24]. However, we must state that IPD was seen in the early
years of DM use, then its occurrence nowadays became
exceptional.

This review shows several limitations. Firstly, a retrospec-
tive study design is adopted in all included studies which makes
the studies qualitatively of low methodology. Practically the
level of evidence of our review is limited by these aforemen-
tioned aspects. However, no evidence of publication bias has
been reported as yet. This point is highlighted in the funnel plot.
Secondly, we must report extreme heterogeneity with regards to
diagnosis, demographics, and indications for surgery of the
patients included in the scrutinized studies; however, for such
niche surgery finding heterogeneous groups is thought to be
very rare and complicated, if not impossible. Anyhow, we
found a statistically significant difference in the two cohorts
but we considered this as an intrinsic aspect of most papers’
study design. This evidence supports and justifies the use of
DM technology for R-THA, particularly in higher-risk patients,
against the use of other implant designs. We interpreted this as
being a strength in support of our statistical analysis and results.

The follow-up period of the papers included in our review
is too brief to clarify and assure whether the efficacy of the DM
option in reducing the dislocation rate can be corroborated at
longer follow-up terms. Despite the mentioned weaknesses, this
evidence can be considered sufficiently significant given the
fact that most of the episodes of DM implant dislocations hap-
pen in the first six months after surgery, and this has already
and widely been reported in the literature with a very high level
of evidence.

Conclusion

Our Meta-analysis provides evidence of the advantages of
DM cup against FB cup for R-THA. The use of a DM cup
for R-THA (independently of indications) seems to be able to
decrease the risk of implant failure at mid-term follow-up,
reducing at the same time early post-op dislocation rates and
THA re-revision rates when comparing to results obtained with
FB cups. There is no significant level of evidence that the use of
DM increases the risk of infection compared with FB. FB
implants have a higher risk rate of aseptic loosening at mid-term
follow-up.

Further prospective studies with a high level of evidence are
needed in order to validate the reported temporary results and
shed a light on the uncertain aspects.

Conflict of interest

Authors had nothing to disclose about conflict of interest.

References

1. Simian E, Chatellard R, Druon J, Berhouet J, Rosset P (2015)
Dual mobility cup in revision total hip arthroplasty: Dislocation
rate and survival after 5 years. Orthop Traumatol Surg Res 101
(5), 577–581.

2. Springer BD, Fehring TK, Griffin WL, Odum SM, Masonis JL
(2009) Why revision total hip arthroplasty fails. Clin Orthop
Relat Res 467, 166e73.

3. Badarudeen S, Shu AC, Ong KL, Baykal D, Lau E, Malkani AL
(2017) Complications after revision total hip arthroplasty in the
medicare population. J Arthroplasty 32(6), 1954–1958.

4. Bozic KJ, Kamath AF, Ong K, Lau E, Kurtz S, Chan V . . .
Berry DJ (2015) Comparative epidemiology of revision arthro-
plasty: Failed THA poses greater clinical and economic burdens
than failed TKA. Clin Orthop Relat Res. 473(6), 2131–2138.

5. Viste A, Desmarchelier R, Fessy MH (2017) Dual mobility cups
in revision total hip arthroplasty. Int Orthop 41(3), 535–542.

6. Bonnin MP, Archbold PH, Basiglini L, Fessy MH, Beverland
DE (2012) Do we medialise the hip centre of rotation in total hip
arthroplasty? Influence of acetabular offset and surgical tech-
nique. Hip Int 22(4), 371–378.

Figure 6. Forest plot for infection risk.

P. Giacomo et al.: SICOT-J 2021, 7, 18 7



7. Asayama I, Chamnongkich S, Simpson KJ, Kinsey TL,
Mahoney OM (2005) Reconstructed hip joint position and
abductor muscle strength after total hip arthroplasty. J Arthro-
plasty 20(4), 414–420.

8. Ko LM, Hozack WJ (2016) The dual mobility cup: What
problems does it solve? Bone Joint J 98(1_Supple_A), 60–63.

9. Romagnoli M, Grassi A, Costa GG, Lazaro LE, Presti ML,
Zaffagnini S (2019) The efficacy of dual-mobility cup in pre-
venting dislocation after total hip arthroplasty: A systematic
review and meta-analysis of comparative studies. Int Orthop
43(5), 1071–1082.

10. Pattyn C, Audenaert E (2012) Early complications after revision
total hip arthroplasty with cemented dual-mobility socket and
reinforcement ring. Acta Orthop Belg 78, 357e61.

11. Gaudin G, Ferreira A, Gaillard R, Prudhon JL, Caton JH, Lustig
S (2017) Equivalent wear performance of dual mobility bearing
compared with standard bearing in total hip arthroplasty: In
vitro study. Int Orthop 41(3), 521–527.

12. Moher D, Liberati A, Tetzlaff J, Altman DG, PRISMA Group
(2009) Preferred reporting items for systematic reviews and
meta-analyses: The PRISMA statement. BMJ 339, b2535.

13. Marx RG, Wilson SM, Swiontkowski MF (2015) Updating the
assignment of levels of evidence. J Bone Joint Surg Am 97(1),
1–2.

14. Slim K, Nini E, Forestier D, Kwiatkowski F, Panis Y, Chipponi
J (2003) Methodological index for non-randomized studies
(minors): Development and validation of a new instrument.
ANZ J Surg 73(9), 712–716.

15. Higgins JP, Green S (Eds) (2011) Cochrane handbook for
systematic reviews of interventions (Version 5.1.0). The
Cochrane Collaboration. Available at http://www.cochrane-
handbook.org. Accessed November 11, 2016.

16. Charissoux JL, Asloum Y, Marcheix PS (2014) Surgical
management of recurrent dislocation after total hip arthroplasty.
Orthop Traumatol Surg Res 100(1 Suppl), 25–34.

17. Higgins JPT, Thompson SG, Deeks JJ, Altman DG (2003)
Measuring inconsistency in meta-analyses. BMJ 327, 557–560.

18. Hedges LV, Vevea JL (1998) Fixed- and random-effects models
in meta-analysis. Psychol Methods 3(4), 486–504.

19. Schmidt A, Batailler C, Fary C, et al. (2020) Dual mobility cups
in revision total hip arthroplasty: Efficient strategy to decrease
dislocation risk. J Arthroplasty, 35(2), 500–507. https://doi.org/
10.1016/j.arth.2019.08.060. Epub 2019 Sep 5. PMID: 31563399.

20. Harwin SF, Sultan AA, Khlopas A, Chughtai M, Sodhi N,
Piuzzi NS, Mont MA (2018) Mid-term outcomes of dual
mobility acetabular cups for revision total hip arthroplasty. J
Arthroplasty 33(5), 1494–1500.

21. Abdel MP, Miller LE, Hanssen AD, et al. (2019) Cost analysis
of dual-mobility versus large femoral head constructs in revision
total hip arthroplasty. J Arthroplasty 34(2), 260–264.

22. Gonzalez AI, Bartolone P, Lubbeke A, et al. (2017) Comparison
of dual-mobility cup and unipolar cup for prevention of dislocation
after revision total hip arthroplasty. Acta Orthop 88(1), 18–23.

23. Jauregui JJ, Pierce TP, Elmallah RK, et al. (2016) Dual mobility
cups: An effective prosthesis in revision total hip arthroplasties
for preventing dislocations. Hip Int 26(1), 57–61.

24. Stucinskas J, Kalvaitis T, Smailys A, Robertsson O,
Tarasevicius S (2018) Comparison of dual mobility cup and
other surgical construts used for three hundred and sixty two
first time hip revisions due to recurrent dislocations: Five year
results from Lithuanian arthroplasty register. Int Orthop 42(5),
1015–1020.

25. Hernigou P, Auregan JC, Potage D, Roubineau F, Lachaniette
CHF, Dubory A (2017) Dual-mobility implants prevent hip
dislocation following hip revision in obese patients. Int Orthop
41(3), 469–473.

26. Assi C, Caton J, Fawaz W, Samaha C, Yammine K (2019)
Revision total hip arthroplasty with a Kerboull plate: Compar-
ative outcomes using standard versus dual mobility cups. Int
Orthop 43(10), 2245–2251.

27. Bousquet G, Gazielly DF, Debiesse JL (1985) The ceramic
coated cementless total hip arthroplasty. Basic concepts and
surgical technique. J Orthop Surg Tech 1, 15–28.

28. Howie DW, Holubowycz OT, Middleton R (2012) Large
Articulation Study Group. Large femoral heads decrease the
incidence of dislocation after total hip arthroplasty: A random-
ized controlled trial. J Bone Joint Surg [Am] 94-A, 1095–1102.

29. Cooper HJ, Della Valle CJ (2014) Large diameter femoral
heads: Is bigger always better? Bone Joint J 96B(11 Suppl. A),
23–26.

30. Khatod M, Cafri G, Namba RS, Inacio MCS, Paxton EW (2014)
Risk factors for total hip arthroplasty aseptic revision. J
Arthroplasty 29, 1412e7.

31. Bozic KJ, Kurtz SM, Lau E, Ong K, Vail TP, Berry DJ (2009)
The epidemiology of revision total hip arthroplasty in the
United States. J Bone Joint Surg Am 91, 128e33.

32. Davidson MD, de Steiger PR, Lewis MP, et al. (2018)
Australian Orthopaedic Association National Joint Replacement
Registry: Annual report. 246. 014.01.023.

33. Swedish Hip Arthroplasty Register annual report 2018.
ResearchGate.

34. The New Zealand Joint Registry nineteen years report January
1999 to December 2017 [accessed 11.12.18].

35. Carter AH, Sheehan EC, Mortazavi SJ, Purtill JJ, Sharkey PF,
Parvizi J (2011) Revision for recurrent instability: What are the
predictors of failure? J Arthroplasty 26(6), 46–52.

36. Phillips CB, Barrett JA, Losina E, Mahomed NN, Lingard
EA, Guadagnoli E, Katz JN (2003) Incidence rates of disloca-
tion, pulmonary embolism, and deep infection during the first
six months after elective total hip replacement. JBJS 85(1),
20–26.

37. Vasukutty NL, Middleton RG, Matthews EC, Young PS,
Uzoigwe CE, Minhas THA (2012) The double-mobility
acetabular component in revision total hip replacement: The
United Kingdom experience. J Bone Joint Surg British 94(5),
603–608.

38. Philippot R, Adam P, Reckhaus M, Delangle F, Verdot FX,
Curvale G, Farizon F (2009) Prevention of dislocation in total
hip revision surgery using a dual mobility design. Orthop
Traumatol Surg Res 95(6), 407–413.

39. Leiber-Wackenheim F, Brunschweiler B, Ehlinger M, Gabrion A,
Mertl P (2011) Treatment of recurrent THR dislocation using of a
cementless dual-mobility cup: A 59 cases series with a mean 8
years’ follow-up. Orthop Traumatol Surg Res 97(1), 8–13.

40. Reina N, Pareek A, Krych AJ, Pagnano MW, Berry DJ, Abdel
MP (2019) Dual-mobility constructs in primary and revision
total hip arthroplasty: A systematic review of comparative
studies. J Arthroplasty 34(3), 594–603.

41. Ozden VE, Dikmen G, Beksac B, Tozun R (2018) Dual-
mobility bearings for patients with abductor-trochanteric com-
plex insufficiency. Hip Int 28(5), 491–497.

42. Guyen O, Pibarot V, Vaz G, Chevillotte C, Béjui-Hugues J (2009)
Use of a dual mobility socket to manage total hip arthroplasty
instability. Clin Orthop Related Res 467(2), 465–472.

8 P. Giacomo et al.: SICOT-J 2021, 7, 18

http://www.cochrane-handbook.org
http://www.cochrane-handbook.org
https://doi.org/10.1016/j.arth.2019.08.060
https://doi.org/10.1016/j.arth.2019.08.060


43. Hamadouche M, Biau DJ, Huten D, Musset T, Gaucher F (2010)
The use of a cemented dual mobility socket to treat recurrent
dislocation. Clin Orthop Related Res 468(12), 3248–3254.

44. Hailer NP, Weiss RJ, Stark A, Kärrholm J (2012) Dual-mobility
cups for revision due to instability are associated with a low rate
of re-revisions due to dislocation: 228 patients from the Swedish
Hip Arthroplasty Register. Acta Orthop 83(6), 566–571.

45. Mertl P, Combes A, Leiber-Wackenheim F, Fessy MH, Girard
J, Migaud H (2012) Recurrence of dislocation following total
hip arthroplasty revision using dual mobility cups was rare in
180 hips followed over 7 years. HSS J 8(3), 251–256.

46. Saragaglia D, Ruatti S, Refaie R (2013) Relevance of a press-fit
dual mobility cup to deal with recurrent dislocation of
conventional total hip arthroplasty: A 29-case series. Eur J
Orthop Surg Traumatol 23(4), 431–436.

47. Jakobsen T, Kappel A, Hansen F, Krarup N (2014) The
dislocating hip replacement revision with a dual mobility cup in
56 consecutive patients. Open Orthop J 8, 268e71.

48. Jones CW, De Martino I, D’Apolito R, Nocon AA, Sculco PK,
Sculco TP (2019) The use of dual-mobility bearings in patients at
high risk of dislocation. Bone Joint J 101(1_Supple_A), 41–45.

49. De Martino I, D’Apolito R, Soranoglou VG, Poultsides LA,
Sculco PK, Sculco TP (2017) Dislocation following total hip
arthroplasty using dual mobility acetabular components: A
systematic review. Bone Joint J 99-B(ASuppl1), 18–24.

50. Abdel MP (2018) Dual-mobility constructs in revision total hip
arthroplasties. J Arthroplasty 33(5), 1328–1330.

51. Boyer B, Philippot R, Geringer J, Farizon F (2012) Primary total
hip arthroplasty with dual mobility socket to prevent dislocation:
A 22-year follow-up of 240 hips. Int Orthop 36(3), 511–518.

52. Vahedi H, Makhdom AM, Parvizi J (2017) Dual mobility
acetabular cup for total hip arthroplasty: Use with caution.
Expert Rev Medical Devices 14(3), 237–243.

53. D’Apuzzo MR, Koch CN, Esposito CI, Elpers ME, Wright TM,
Westrich GH (2016) Assessment of damage on a dual mobility
acetabular system. J Arthroplast 31, 1828–1835.

54. Vermersch T, Viste A, Desmarchelier R, Fessy MH (2015)
Prospective longitudinal study of one hundred patients with
total hip arthroplasty using a second-generation cementless
dual-mobility cup. Int Orthop 39, 2097–2101.

Cite this article as: Giacomo P, Giulia B, Valerio P, Vincenzo S & Pierluigi A (2021) Dual mobility for total hip arthroplasty revision
surgery: A systematic review and metanalysis. SICOT-J 7, 18

P. Giacomo et al.: SICOT-J 2021, 7, 18 9


	Introduction
	Methods
	Eligibility criteria
	Risk of bias

	Statistical analysis
	Results
	Discussion
	Conclusion
	Conflict of interest
	References

